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comparison of the new reference mate-
rial to the previous reference material. 

(c) Reference materials. The following 
reference materials shall be obtained 
from the Center for Biologics Evalua-
tion and Research: 

(1) Reference Immune Globulin for 
correlation of measles antibody titers. 

(2) Reference Immune Globulin for 
correlation of poliomyelitis antibody 
titers, Types 1, 2, and 3. 

[38 FR 32089, Nov. 20, 1973, as amended at 39 
FR 9661, Mar. 13, 1974; 49 FR 23834, June 8, 
1984; 50 FR 4140, Jan. 29, 1985; 55 FR 11013, 
Mar. 26, 1990; 63 FR 16685, Apr. 6, 1998; 64 FR 
26287, May 14, 1999] 

Subpart K [Reserved] 

Subpart L—Alternative Procedures 
§ 640.120 Alternative procedures. 

(a) The Director, Center for Biologics 
Evaluation and Research, may approve 
an exception or alternative to any re-
quirement in subchapter F of chapter I 
of title 21 of the Code of Federal Regu-
lations regarding blood, blood compo-
nents, or blood products. Requests for 
such exceptions or alternatives shall 
ordinarily be in writing. Licensed es-
tablishments shall submit such re-
quests in accordance with § 601.12 of 
this chapter. However, in limited cir-
cumstances, such requests may be 
made orally and permission may be 
given orally by the Director. Oral re-
quests and approvals must be promptly 
followed by written requests and writ-
ten approvals. 

(b) FDA will publish a list of ap-
proved alternative procedures and ex-
ceptions periodically in the FEDERAL 
REGISTER. 

[55 FR 10423, Mar. 21, 1990, as amended at 62 
FR 39903, July 24, 1997] 

PART 660—ADDITIONAL STAND-
ARDS FOR DIAGNOSTIC SUB-
STANCES FOR LABORATORY 
TESTS 

Subpart A—Antibody to Hepatitis B Surface 
Antigen 

Sec. 
660.1 Antibody to Hepatitis B Surface Anti-

gen. 
660.2 General requirements. 

660.3 Reference panel. 
660.4 Potency test. 
660.5 Specificity. 
660.6 Samples; protocols; official release. 

Subpart B [Reserved] 

Subpart C—Blood Grouping Reagent 

660.20 Blood Grouping Reagent. 
660.21 Processing. 
660.22 Potency requirements with reference 

preparations. 
660.25 Potency tests without reference prep-

arations. 
660.26 Specificity tests and avidity tests. 
660.28 Labeling. 

Subpart D—Reagent Red Blood Cells 

660.30 Reagent Red Blood Cells. 
660.31 Suitability of the donor. 
660.32 Collection of source material. 
660.33 Testing of source material. 
660.34 Processing. 
660.35 Labeling. 
660.36 Samples and protocols. 

Subpart E—Hepatitis B Surface Antigen 

660.40 Hepatitis B Surface Antigen. 
660.41 Processing. 
660.43 Potency test. 
660.44 Specificity. 
660.45 Labeling. 
660.46 Samples; protocols; official release. 

Subpart F—Anti-Human Globulin 

660.50 Anti-Human Globulin. 
660.51 Processing. 
660.52 Reference preparations. 
660.53 Controls for serological procedures. 
660.54 Potency tests, specificity tests, tests 

for heterospecific antibodies, and addi-
tional tests for nonspecific properties. 

660.55 Labeling. 

AUTHORITY: 21 U.S.C. 321, 331, 351, 352, 353, 
355, 360, 360c, 360d, 360h, 360i, 371, 372; 42 
U.S.C. 216, 262, 263, 263a, 264. 

CROSS REFERENCES: For U.S. Customs 
Service regulations relating to viruses, se-
rums, and toxins, see 19 CFR 12.21–12.23. For 
U.S. Postal Service regulations relating to 
the admissibility to the United States mails 
see parts 124 and 125 of the Domestic Mail 
Manual, that is incorporated by reference in 
39 CFR part 111. 

Subpart A—Antibody to Hepatitis 
B Surface Antigen 

§ 660.1 Antibody to Hepatitis B Surface 
Antigen. 

(a) Proper name and definition. The 
proper name of this product shall be 
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Antibody to Hepatitis B Surface Anti-
gen. The product is defined as a prepa-
ration of serum containing antibody to 
hepatitis B surface antigen. 

(b) Source. The source of this product 
shall be plasma or blood, obtained 
aseptically from animals immunized 
with hepatitis B surface antigen, which 
have met the applicable requirements 
of § 600.11 of this chapter, or from 
human donor whose blood is positive 
for hepatitis B surface antigen. 

[40 FR 29711, July 15, 1975] 

§ 660.2 General requirements. 
(a) Processing. The processing method 

shall be one that has been shown to 
consistently yield a specific and potent 
final product free of properties which 
would adversely affect the test results 
when the product is tested by the 
methods recommended by the manu-
facturer in the package enclosure. 

(b) Ancillary reagents and materials. 
All ancillary reagents and materials 
supplied in the package with the prod-
uct shall meet generally accepted 
standards of purity and quality and 
shall be effectively segregated and oth-
erwise manufactured in a manner (such 
as heating at 60 °C. for 10 hours) that 
will reduce the risk of contaminating 
the product and other biological prod-
ucts. Ancillary reagents and materials 
accompanying the product which are 
used in the performance of the test as 
described by the manufacturer’s rec-
ommended test procedures shall have 
been shown not to adversely affect the 
product within the prescribed dating 
period. 

(c) Labeling. In addition to the items 
required by other applicable labeling 
provisions of this subchapter, the fol-
lowing shall also be included: 

(1) Indication of the source of the 
product immediately following the 
proper name on both the final con-
tainer and package label, e.g., human, 
guinea pig. 

(2) Name of the test method(s) rec-
ommended for the product on the pack-
age label and on the final container 
label when capable of bearing a full 
label (see § 610.60(a) of this chapter). 

(3) A warning on the package label 
and on the final container label if capa-
ble of bearing a full label (see § 610.60(a) 
of this chapter) indicating that the 

product and antigen if supplied, shall 
be handled as if capable of transmit-
ting hepatitis. 

(4) If the product is dried, the final 
container label shall indicate ‘‘Recon-
stitution date: llllll’’ and a 
statement indicating the period within 
which the product may be used after 
reconstitution. 

(5) The package shall include a pack-
age enclosure providing (i) adequate in-
structions for use, (ii) a description of 
all recommended test methods, and 
(iii) warnings as to possible hazards, in-
cluding hepatitis, in handling the prod-
uct and any ancillary reagents and ma-
terials accompanying the product. 

(d) Final container. A final container 
shall be sufficiently transparent to per-
mit visual inspection of the contents 
for presence of particulate matter and 
increased turbidity. The effectiveness 
of the contents of a final container 
shall be maintained throughout its dat-
ing period. 

(e) Date of manufacture. The date of 
manufacture of Antibody to Hepatitis 
B surface Antigen that has been iodi-
nated with radioactive iodine (125I) 
shall be the day of labeling the anti-
body with the radionuclide. 

(f) Retention samples. Each manufac-
turer shall retain representative sam-
ples of the product in accordance with 
§ 600.13 of this chapter except for that 
which has been iodinated with radio-
active iodine. Retention samples of 
Antibody to Hepatitis B Surface Anti-
gen iodinated with 125I shall consist of 
a minimum of two complete finished 
packages of each lot of the diagnostic 
test kit and shall be retained for a pe-
riod of at least 90 days from the date of 
manufacture. 

[38 FR 32098, Nov. 20, 1973, as amended at 40 
FR 29711, July 15, 1975; 46 FR 36134, July 14, 
1981; 49 FR 1684, Jan. 13, 1984] 

§ 660.3 Reference panel. 

A Reference Hepatitis B Surface 
Antigen Panel shall be obtained from 
the Center for Biologics Evaluation 
and Research (HFM–407) (see mailing 
addresses in § 600.2 of this chapter) and 
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shall be used for determining the po-
tency and specificity of Antibody to 
Hepatitis B Surface Antigen. 

[40 FR 29711, July 15, 1975, as amended at 49 
FR 23834, June 8, 1984; 55 FR 11013, Mar. 26, 
1990; 70 FR 14985, Mar. 24, 2005] 

§ 660.4 Potency test. 
To be satisfactory for release, each 

filling of Antibody to Hepatitis B Sur-
face Antigen shall be tested against the 
Reference Hepatitis B Surface Antigen 
Panel and shall be sufficiently potent 
to detect the antigen in the appro-
priate sera of the reference panel by all 
test methods recommended by the 
manufacturer in the package insert. 

[40 FR 29711, July 15, 1975] 

§ 660.5 Specificity. 
Each filling of the product shall be 

specific for antibody to hepatitis B sur-
face antigen, as determined by speci-
ficity tests found acceptable by the Di-
rector, Center for Biologics Evaluation 
and Research. 

[40 FR 29712, July 15, 1975, as amended at 49 
FR 23834, June 8, 1984; 55 FR 11013, Mar. 26, 
1990] 

§ 660.6 Samples; protocols; official re-
lease. 

(a) Samples. (1) For the purposes of 
this section, a sample of product not 
iodinated with 125I means a sample 
from each filling of each lot packaged 
as for distribution, including all ancil-
lary reagents and materials; and a 
sample of product iodinated with 125I 
means a sample from each lot of diag-
nostic test kits in a finished package, 
including all ancillary reagents and 
materials. 

(2) Unless the Director, Center for 
Biologics Evaluation and Research, de-
termines that the reliability and con-
sistency of the finished product can be 
assured with a smaller quantity of 
sample or no sample and specifically 
reduces or eliminates the required 
quantity of sample, each manufacturer 
shall submit the following samples to 
the Director, Center for Biologics Eval-
uation and Research (see mailing ad-
dresses in § 600.2 of this chapter), with-
in 5 working days after the manufac-
turer has satisfactorily completed all 
tests on the samples: 

(i) One sample until written notifica-
tion of official release is no longer re-
quired under paragraph (c)(2) of this 
section. 

(ii) One sample at periodic intervals 
of 90 days, beginning after written no-
tification of official release is no 
longer required under paragraph (c)(2) 
of this section. The sample submitted 
at the 90-day interval shall be from the 
first lot or filling, as applicable, re-
leased by manufacturer, under the re-
quirements of § 610.1 of this chapter, 
after the end of the previous 90-day in-
terval. The sample shall be identified 
as ‘‘surveillance sample’’ and shall in-
clude the date of manufacture. 

(iii) Samples may at any time be re-
quired to be submitted to the Director, 
Center for Biologics Evaluation and 
Research, if the Director finds that 
continued evaluation is necessary to 
ensure the potency, quality, and reli-
ability of the product. 

(b) Protocols. For each sample sub-
mitted as required in paragraph (a)(1) 
of this section, the manufacturer shall 
send a protocol that consists of a sum-
mary of the history of manufacture of 
the product, including all results of 
each test for which test results are re-
quested by the Director, Center for 
Biologics Evaluation and Research. 
The protocols submitted with the sam-
ples at periodic intervals as provided in 
paragraph (a)(2)(ii) of this section shall 
be identified by the manufacturer as 
‘‘surveillance test results.’’ 

(c) Offical release. (1) The manufac-
turer shall not distribute the product 
until written notification of official re-
lease is received from the Director, 
Center for Biologics Evaluation and 
Research, except as provided in para-
graph (c)(2) of this section. Official re-
lease is required for samples from at 
least five consecutive lots or fillings, 
as applicable, manufactured after li-
censure of the product. 

(2) After written notification of offi-
cial release is received from the Direc-
tor, Center for Biologics Evaluation 
and Research, for at least five consecu-
tive lots or fillings, as applicable, man-
ufactured after licensure of the prod-
uct, and after the manufacturer re-
ceives from the Director, Center for 
Biologics Evaluation and Research, 

VerDate Aug<31>2005 14:47 Apr 20, 2006 Jkt 208071 PO 00000 Frm 00127 Fmt 8010 Sfmt 8010 Y:\SGML\208071.XXX 208071



118 

21 CFR Ch. I (4–1–06 Edition) § 660.20 

written notification that official re-
lease is no longer required, subsequent 
lots or fillings may be released by the 
manufacturer under the requirements 
of § 610.1 of this chapter. 

(3) The manufacturer shall not dis-
tribute lots or fillings, as applicable, of 
products that required sample submis-
sion under paragraph (a)(2)(iii) of this 
section until written notification of of-
ficial release or notification that offi-
cial release is no longer required is re-
ceived from the Director, Center for 
Biologics Evaluation and Research. 

[48 FR 20407, May 6, 1983, as amended at 49 
FR 23834, June 8, 1984; 51 FR 15611, Apr. 25, 
1986; 55 FR 11013 and 11014, Mar. 26, 1990; 70 
FR 14985, Mar. 24, 2005] 

Subpart B [Reserved] 

Subpart C—Blood Grouping 
Reagent 

SOURCE: 53 FR 12764, Apr. 19, 1988, unless 
otherwise noted. 

§ 660.20 Blood Grouping Reagent. 

(a) Proper name and definition. The 
proper name of this product shall be 
Blood Grouping Reagent and it shall 
consist of an antibody-containing fluid 
containing one or more of the blood 
grouping antibodies listed in § 660.28(d). 

(b) Source. The source of this product 
shall be blood, plasma, serum, or pro-
tein-rich fluids, such as those derived 
from stable immunoglobulin-secreting 
cell lines maintained either in tissue 
cultures or in secondary hosts. 

[53 FR 12764, Apr. 19, 1988, as amended at 65 
FR 77499, Dec. 12, 2000] 

§ 660.21 Processing. 

(a) Processing method. (1) The proc-
essing method shall be one that has 
been shown to yield consistently a spe-
cific, potent final product, free of prop-
erties that would affect adversely the 
intended use of the product throughout 
its dating period. Stability testing 
shall be performed on an adequate 
number of representative samples of 
each group of products manufactured 
in the same fashion. 

(2) Only that material that has been 
fully processed, thoroughly mixed in a 

single vessel, and filtered shall con-
stitute a lot. 

(3) A lot may be subdivided into 
sublots. If lots are to be subdivided, the 
manufacturer shall include this infor-
mation in the biologics license applica-
tion. The manufacturer shall describe 
the test specifications to verify that 
each sublot is identical to other 
sublots of the lot. 

(4) Each lot of Blood Grouping Rea-
gent shall be identified by a lot num-
ber. Each sublot shall be identified by 
that lot number to which a distinctive 
prefix or suffix shall be added. Final 
container and package labels shall bear 
the lot number and all distinctive pre-
fixes and suffixes that have been ap-
plied to identify the sublot from which 
filling was accomplished. 

(b) Color coding of reagents. Blood 
Grouping Reagents may be colored pro-
vided the added colorant does not ad-
versely affect the safety, purity, or po-
tency of the product and the colorant 
is approved by the Director, Center for 
Biologics Evaluation and Research. 

(c) Final containers and dropper assem-
blies. Final containers and dropper pi-
pettes shall be colorless and suffi-
ciently transparent to permit observa-
tion of the contents to detect particu-
late matter or increased turbidity dur-
ing use. 

(d) Volume of final product. Each man-
ufacturer shall identify the possible 
final container volumes in the bio-
logics license application. 

(e) Date of manufacture. The date of 
manufacture shall be the date the man-
ufacturer begins the last entire group 
of potency tests. 

[53 FR 12764, Apr. 19, 1988, as amended at 64 
FR 56454, Oct. 20, 1999; 65 FR 77499, Dec. 12, 
2000; 67 FR 9587, Mar. 4, 2002; 70 FR 14985, 
Mar. 24, 2005] 

§ 660.22 Potency requirements with 
reference preparations. 

(a) Potency requirements. Products for 
which reference Blood Grouping Re-
agents are available shall have a po-
tency titer value at least equal to that 
of the reference preparation. 

(b) Reference preparations. Reference 
Blood Grouping Reagents shall be ob-
tained from the Center for Biologics 
Evaluation and Research (HFM–407) 
(see mailing addresses in § 600.2 of this 
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chapter), and shall be used as described 
in the accompanying package insert for 
determining the potency of Blood 
Grouping Reagents. 

[53 FR 12764, Apr. 19, 1988, as amended at 67 
FR 9587, Mar. 4, 2002; 70 FR 14985, Mar. 24, 
2005] 

§ 660.25 Potency tests without ref-
erence preparations. 

Products for which Reference Blood 
Grouping Reagents are not available 
shall be tested for potency by a method 
approved by the Director, Center for 
Biologics Evaluation and Research. 

(a) Potency requirements. Blood Group-
ing Reagents recommended for the test 
tube methods, including the indirect 
antiglobulin tests, shall have the fol-
lowing potency titer values, unless 
other values are approved by the Direc-
tor, Center for Biologics Evaluation 
and Research. 

(1) For Anti-K, Anti-k̄, Anti-Jk a, 
Anti-Fy a, Anti-C w, at least 1+ reaction 
with a 1:8 dilution of the reagent. 

(2) For Anti-S, Anti-s̄, Anti-P1, Anti- 
M, Anti-I, Anti-e (saline), Anti-c̄ (sa-
line), and Anti-A1, at least 1+ reaction 
with a 1:4 dilution of the reagent. 

(3) For Anti-U, Anti-Kpa, Anti-Kpb, 
Anti-Jsa, Anti-Jsb, Anti-Fyb, Anti-N, 
Anti-Lea, Anti-Leb, Anti-Lua, Anti-Lub, 
Anti-Dia, Anti-Mg, Anti-Jkb, Anti-Cob, 
Anti-Wra, and Anti-Xga, at least 2+ re-
action with undiluted reagent. 

(b) Products recommended for slide tests 
or microplate techniques. Blood Grouping 
Reagent recommended for slide test 
methods or microplate techniques shall 
produce clearly positive macroscopic 
results when both undiluted reagent 
and reagent diluted with an equal vol-
ume of diluent are tested by all meth-
ods recommended in the manufactur-
er’s package insert using red blood 
cells showing heterozygous or dimin-
ished expression of the corresponding 
antigen. The dilution shall be made 
with an equal volume of compatible 
serum or approved diluent. 

(c) Products recomended for use in an 
automated system. The manufacturer of 
Blood Grouping Reagent that is rec-
ommended for use in an automated sys-
tem shall demonstrate that its product 
when used both undiluted and diluted 
with an equal volume of diluent satis-
factorily performs when tested with 

cells representing heterozygous or di-
minished expression of the cor-
responding antigen. 

[53 FR 12764, Apr. 19, 1988, as amended at 67 
FR 9587, Mar. 4, 2002; 70 FR 14985, Mar. 24, 
2005] 

§ 660.26 Specificity tests and avidity 
tests. 

Specificity and avidity tests shall be 
performed using test procedures ap-
proved by the Director, Center for Bio-
logics Evaluation and Research. 

[53 FR 12764, Apr. 19, 1988, as amended at 67 
FR 9587, Mar. 4, 2002; 70 FR 14985, Mar. 24, 
2005] 

§ 660.28 Labeling. 
In addition to the applicable labeling 

requirements of §§ 610.62 through 610.65 
and § 809.10, and in lieu of the require-
ments in §§ 610.60 and 610.61, the fol-
lowing requirements shall be met: 

(a) Final container label—(1) Color cod-
ing. The final container label of all 
Blood Grouping Reagents shall be com-
pletely white, except that all or a por-
tion of the final container label of the 
following Blood Grouping Reagents 
may be color coded with the specified 
color which shall be a visual match to 
a specific color sample designated by 
the Director, Center for Biologics Eval-
uation and Research. Printing on all 
final container labels shall be in solid 
black. A logo or company name may be 
placed on the final container label; 
however, the logo or company name 
shall be located along the bottom or 
end of the label, outside the main 
panel. 

Blood grouping reagent Color of label paper 

Anti-A ..................................... Blue. 
Anti-B ..................................... Yellow. 
Slide and rapid tube test 

blood grouping reagents 
only: 
Anti-C ................................. Pink. 
Anti-D ................................. Gray. 
Anti-E ................................. Brown. 
Anti-CDE ............................ Orange. 
Anti-c̄ .................................. Lavender. 
Anti-e .................................. Green. 

(2) Required information. The proper 
name ‘‘Blood Grouping Reagent’’ need 
not appear on the final container label 
provided the final container is distrib-
uted in a package and the package 
label bears the proper name. The final 
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container label shall bear the following 
information: 

(i) Name of the antibody or anti-
bodies present as set forth in paragraph 
(d) of this section. 

(ii) Name, address (including ZIP 
code), and license number of the manu-
facturer. 

(iii) Lot number, including sublot 
designations. 

(iv) Expiration date. 
(v) Source of product if other than 

human plasma or serum. 
(vi) Test method(s) recommended. 
(vii) Recommended storage tempera-

ture in degrees Celsius. 
(viii) Volume of product if a liquid, 

or equivalent volume for a dried prod-
uct if it is to be reconstituted. 

(ix) If a dried product, to remind 
users to record the reconstitution date 
on the label, the statement ‘‘RECON-
STITUTION DATE llll. EXPIRES 1 
YEAR AFTER RECONSTITUTION 
DATE.’’ 

(3) Lettering size. The type size for the 
specificity of the antibody designation 
on the labels of a final container with 
a capacity of less than 5 milliliters 
shall be not less than 12 point. The 
type size for the specificity of the anti-
body designations on the label of a con-
tainer with a capacity of 5 milliliters 
or more shall be not less than 18 point. 

(4) Visual inspection. When the label 
has been affixed to the final container, 
a sufficient area of the container shall 
remain uncovered for its full length or 
no less than 5 millimeters of the lower 
circumference to permit inspection of 
the contents. The label on a final prod-
uct container for antibodies Anti-c, 
Anti-k, or Anti-s shall display a bar 
immediately over the specificity letter 
used in the name, i.e., Anti-c̄, Anti-k̄, 
or Anti-s̄. 

(b) Package label. The following infor-
mation shall appear either on the pack-
age label or on the final container label 
if it is visible within the package. 

(1) Proper name of the product. 
(2) Name of the antibody or anti-

bodies present as set forth in paragraph 
(d) of this section. 

(3) Name, address (including ZIP 
Code), and license number of the manu-
facturer. 

(4) Lot number, including sublot des-
ignations. 

(5) Expiration date. 
(6) Preservative used and its con-

centration. 
(7) Number of containers, if more 

than one. 
(8) Volume or equivalent volume for 

dried products when reconstituted, and 
precautions for adequate mixing when 
reconstituting. 

(9) Recommended storage tempera-
ture in degrees Celsius. 

(10) Source of the product if other 
than human serum or plasma. 

(11) Reference to enclosed package 
insert. 

(12) If a dried product, a statement 
indicating the period within which the 
product may be used after reconstitu-
tion. 

(13) The statement: ‘‘FOR IN VITRO 
DIAGNOSTIC USE.’’ 

(14) The statement: ‘‘MEETS FDA 
POTENCY REQUIREMENTS.’’ 

(15) If human blood was used in man-
ufacturing the product, the statement: 
‘‘CAUTION: ALL BLOOD PRODUCTS 
SHOULD BE TREATED AS POTEN-
TIALLY INFECTIOUS. SOURCE MA-
TERIAL FROM WHICH THIS PROD-
UCT WAS DERIVED WAS FOUND 
NEGATIVE WHEN TESTED IN AC-
CORDANCE WITH CURRENT FDA RE-
QUIRED TESTS. NO KNOWN TEST 
METHODS CAN OFFER ASSURANCE 
THAT PRODUCTS DERIVED FROM 
HUMAN BLOOD WILL NOT TRANS-
MIT INFECTIOUS AGENTS.’’ 

(16) A statement of an observable in-
dication of an alteration of the prod-
uct, e.g., turbidity, color change, pre-
cipitate, that may indicate possible de-
terioration of the product. 

(c) Package insert. Each final con-
tainer of Blood Grouping Reagent shall 
be accompanied by a package insert 
meeting the requirements of § 809.10. If 
two or more final containers requiring 
identical package inserts are placed in 
a single package, only one package in-
sert per package is required. 

(d) Names of antibodies. 

BLOOD GROUP DESIGNATION FOR CONTAINER 
LABEL 

Anti-A 
Anti-A1 
Anti-A, B 
Anti-A and B 
Anti-B 

Anti-C 
Anti-Cw 
Anti-c̄ 
Anti-CD 
Anti-CDE 
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Anti-Cob 
Anti-D 
Anti-DE 
Anti-Dia 
Anti-E 
Anti-e 
Anti-Fya 
Anti-Fyb 
Anti-I 
Anti-Jka 
Anti-Jkb 
Anti-Jsa 
Anti-Jsb 
Anti-K 
Anti-k̄ 

Anti-Kpa 
Anti-Kpb 
Anti-Lea 
Anti-Leb 
Anti-Lua 
Anti-Lub 
Anti-M 
Anti-Mg 
Anti-N 
Anti-P1 
Anti-S 
Anti-s̄ 
Anti-U 
Anti-Wra 
Anti-Xga 

[53 FR 12764, Apr. 19, 1988, as amended at 59 
FR 23637, May 6, 1994; 67 FR 9587, Mar. 4, 2002; 
70 FR 14985, Mar. 24, 2005] 

Subpart D—Reagent Red Blood 
Cells 

SOURCE: 52 FR 37450, Oct. 7, 1987, unless 
otherwise noted. 

§ 660.30 Reagent Red Blood Cells. 

(a) Proper name and definition. The 
proper name of the product shall be Re-
agent Red Blood Cells, which shall con-
sist of a preparation of human red 
blood cells used to detect or identify 
human blood-group antibodies. 

(b) Source. Reagent Red Blood Cells 
shall be prepared from human periph-
eral blood meeting the criteria of 
§§ 660.31 and 660.32 of this chapter, or 
from umbilical cord cells which shall 
be collected and prepared according to 
the manufacturer’s biologics license 
application. 

[52 FR 37450, Oct. 7, 1987, as amended at 64 FR 
56454, Oct. 20, 1999] 

§ 660.31 Suitability of the donor. 

Donors of peripheral blood for Rea-
gent Red Blood Cells shall meet the 
criteria for donor suitability under 
§ 640.3 of this chapter, except that para-
graphs (b)(5) and (6), (d), and (e) of 
§ 640.3 shall not apply. 

§ 660.32 Collection of source material. 

Blood for Reagent Red Blood Cells 
from donors of peripheral blood shall 
be collected as prescribed under § 640.4 
of this chapter, except that paragraphs 
(c), (d), (g), and (h) of § 640.4 shall not 
apply. 

§ 660.33 Testing of source material. 
Except as provided in this section, a 

sample of each blood incorporated into 
the Reagent Red Blood Cell product 
shall be individually tested, with no 
fewer than two donor sources of each 
antibody specificity employed, to con-
firm the identification of all blood 
group antigens specified in the labeling 
as present or absent. The manufacturer 
shall perform at least one of the re-
quired tests for each factor. The Rea-
gent Red Blood Cell product may be 
tested with a single donor source of 
antibody specificity if only one source 
of antibody is available, and the Direc-
tor, Center for Biologics Evaluation 
and Research, has approved the use of 
a single donor source of antiserum. 
Each of these tests shall be conducted 
and interpreted independently, and any 
discrepancy between the results of 
these two tests shall be resolved by 
testing with at least one additional 
antiserum before concluding that the 
antigen is present or absent. Where 
fewer than three donor sources of an 
antibody specificity are available, test 
discrepancies shall be resolved in ac-
cordance with the manufacturer’s bio-
logics license application. Group O Re-
agent Red Blood Cells used in the de-
tection or identification of unexpected 
antibodies shall include at least the 
following common antigens in each lot 
of the product: D, C, E, c̄, e, K, k̄, Fya, 
Fyb, Jka, Jkb, Lea, Leb, P1, M, N, S, and 
s̄. 

[52 FR 37450, Oct. 7, 1987, as amended at 55 FR 
11013, Mar. 26, 1990; 64 FR 56454, Oct. 20, 1999] 

§ 660.34 Processing. 
(a) Processing method. The processing 

method shall be one that has been 
shown to yield consistently a product 
that is capable of detecting, through-
out the dating period, alloantibodies 
corresponding to all required blood 
group antigens specified in the labeling 
as present. 

(b) Products prepared from pooled red 
blood cells. If the product is rec-
ommended for the detection of unex-
pected antibodies, the pool shall be 
prepared by combining equal amounts 
of cells from no more than two donors. 
Umbilical cord cells are exempt from 
this requirement. Pooled cells shall not 
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be recommended for pretransfusion 
tests, done in lieu of a major cross-
match, to detect unexpected antibodies 
in patients’ samples. 

(c) Absence of antibodies. Each lot of 
final product shall be free of demon-
strable antibodies, including anti-A 
and anti-B, unless the package insert 
and container lable include instruc-
tions to wash the cells before use. The 
final product shall also be direct 
antiglobulin test negative when tested 
with polyspecific anti-human globulin. 

(d) Final container. The final con-
tainers used for each lot of product 
shall be clean and shall permit observa-
tion of the contents for hemolysis or a 
change in color. The final container 
label, container cap, and dropper bulb 
of a Reagent Red Blood Cell product 
may be color-coded with a visual 
match to a specific color approved by 
the Director, Center for Biologics Eval-
uation and Research. 

(e) Date of manufacture. The date of 
manufacture of the product shall be 
the date that the blood is withdrawn 
from the donor or obtained from umbil-
ical cords. The period during which the 
reagent red blood cell source material 
is kept by the manufacturer in storage 
in a frozen state at ¥65 °C or colder is 
excluded from the dating period. If the 
product consists of red blood cells from 
two or more donors, the date of manu-
facture of the final product shall be the 
date of withdrawal of blood from the 
donor of the oldest constituent blood. 
When a product consists of more than 
one container, e.g., cell panel, the date 
of manufacture of each container of the 
product shall be the earliest date that 
blood was withdrawn from a donor for 
any container of the product. 

(f) Retention samples. Retention sam-
ples shall be maintained as required by 
§ 600.13 of this chapter, except that 
samples must be retained only 
throughout the dating period of the 
product. 

[52 FR 37450, Oct. 7, 1987, as amended at 55 FR 
11013, Mar. 26, 1990; 67 FR 9587, Mar. 4, 2002] 

§ 660.35 Labeling. 
In addition to the items required by 

§ 809.10 of this chapter and other appli-
cable labeling provisions of this chap-
ter, the following information shall be 
included in the labeling: 

(a)(1) A logo or company name may 
be placed on the final container label, 
however, the logo or company name 
shall be located along the bottom or 
end of the label, oustide of the main 
panel. 

(2) If washing the cells is required by 
the manufacturer, the container label 
shall include appropriate instructions; 
if the cells should not be washed before 
use, e.g., if washing will adversely af-
fect the product, the package insert 
shall explain. 

(b) The container label of Group O 
cells shall state: 

‘‘FOR USE IN DETECTION OF UNEX-
PECTED ANTIBODIES’’ or ‘‘FOR USE IN 
IDENTIFICATION OF UNEXPECTED ANTI-
BODIES’’ or ‘‘NOT FOR USE IN DETECTION 
OR IDENTIFICATION OF UNEXPECTED 
ANTIBODIES’’. 

(c) Except as provided in this section, 
the container and package labels shall 
state the percentage of red blood cells 
in the suspension either as a discrete 
figure with a variance of more than ±1 
percentage unit or as a range the ex-
tremes of which differ by no more than 
2 percentage units. If the stated red 
blood cell concentration is less than 2 
percent, the variance shall be no more 
than ±0.5 percentage unit. 

(d) The words ‘‘pooled cells’’ shall ap-
pear on the container and package la-
bels of products prepared from pooled 
cells. The package label or package in-
sert shall state that pooled cells are 
not recommended for pretransfusion 
tests, done in lieu of a major cross-
match, to detect unexpected antibodies 
in patients’ samples. 

(e) The package insert of a pooled 
product intended for detection of unex-
pected antibodies shall identify the 
number of donors contributing to the 
pool. Products designed exclusively for 
ABO Serum Grouping and umbilical 
cord cells need not identify the number 
of donors in the pool. 

(f) When the product is a multicon-
tainer product, e.g., a cell panel, the 
container label and package label shall 
be assigned the same identifying lot 
number, and shall also bear a number 
or symbol to distinguish one container 
from another. Such number or symbol 
shall also appear on the antigenic con-
stitution matrix. 
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(g) The package label or package in-
sert shall state the blood group anti-
gens that have been tested for and 
found present or absent on the cells of 
each donor, or refer to such informa-
tion in an accompanying antigenic con-
stitution matrix. Cells for ABO Serum 
Grouping are exempt from this require-
ment. The package insert or antigen 
constitution matrix shall list each of 
the antigens tested with only one 
source of antibody. 

(h) The package label or package in-
sert shall bear the cautionary state-
ment: ‘‘The reactivity of the product 
may decrease during the dating pe-
riod.’’ 

(i) The package insert of a product 
intended for the detection or identi-
fication of unexpected antibodies shall 
note that the rate at which antigen re-
activity (e.g., agglutinability) is lost is 
partially dependent upon individual 
donor characteristics that are neither 
controlled nor predicted by the manu-
facturer. 

(j) The package insert shall provide 
adequate directions for use. 

(k) The package insert shall bear the 
statement: 

‘‘CAUTION: ALL BLOOD PRODUCTS 
SHOULD BE TREATED AS POTENTIALLY 
INFECTIOUS. SOURCE MATERIAL FROM 
WHICH THIS PRODUCT WAS DERIVED 
WAS FOUND NEGATIVE WHEN TESTED IN 
ACCORDANCE WITH CURRENT FDA RE-
QUIRED TESTS. NO KNOWN TEST METH-
ODS CAN OFFER ASSURANCE THAT 
PRODUCTS DERIVED FROM HUMAN 
BLOOD WILL NOT TRANSMIT INFEC-
TIOUS AGENTS.’’ 

(l) The package insert or the anti-
genic constitution matrix for each lot 
of product shall specify the date of 
manufacture or the length of the dat-
ing period. 

(m) Manufacturers shall identify 
with a permanent donor code in the 
product labeling each donor of periph-
eral blood used for detection or identi-
fication of unexpected antibodies. 

[52 FR 37450, Oct. 7, 1987, as amended at 67 FR 
9587, Mar. 4, 2002] 

§ 660.36 Samples and protocols. 
(a) The following shall be submitted 

to the Center for Biologics Evaluation 
and Research Sample Custodian 
(ATTN: HFM–672) (see mailing address-

es in § 600.2 of this chapter), within 30 
days after each routine establishment 
inspection by FDA. 

(1) From a lot of final product, sam-
ples from a cell panel intended for 
identification of unexpected anti-
bodies. The sample shall be packaged 
as for distribution and shall have at 
least 14 days remaining in the dating 
period when shipped to the Center for 
Biologics Evaluation and Research. 

(2) A protocol which shall include the 
following: 

(i) Complete test records of at least 
two donors of the samples submitted, 
including original and confirmation 
phenotyping records. 

(ii) Bleeding records or receipt 
records which indicate collection date, 
volume, and HBsAg test results. 

(iii) Manufacturing records which 
document all steps involved in the 
preparation of the product. 

(iv) Test results which verify that 
the final product meets specifications. 

(v) Identity test results. 
(b) A copy of the antigenic constitu-

tion matrix specifying the antigens 
present or absent shall be submitted to 
the Director, Center for Biologics Eval-
uation and Research, at the time of ini-
tial distribution of each lot of Reagent 
Red Blood Cells for detection or identi-
fication of unexpected antibodies. 
Products designed exclusively to iden-
tify Anti-A, Anti-A1, and Anti-B, as 
well as products composed entirely of 
umbilical cord cells, are excluded from 
this requirement. 

(c) Except for umbilical cord sam-
ples, whenever a new donor is used, a 
sample of red blood cells from each new 
donor used in a cell panel intended for 
the identification of unexpected anti-
bodies shall be submitted by the manu-
facturer to the Director, Center for 
Biologics Evaluation and Research. 
The sample should contain a minimum 
volume of 0.5 milliliter of red blood 
cells. 

[52 FR 37450, Oct. 7, 1987, as amended at 55 FR 
11013 and 11015, Mar. 26, 1990; 67 FR 9587, Mar. 
4, 2002; 70 FR 14985, Mar. 24, 2005] 

Subpart E—Hepatitis B Surface 
Antigen 

SOURCE: 44 FR 36382, June 22, 1979, unless 
otherwise noted. 
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§ 660.40 Hepatitis B Surface Antigen. 
(a) Proper name and definition. The 

proper name of this product shall be 
Hepatitis B Surface Antigen (HBsAg), 
which shall consist of a serum or tissue 
preparation containing one or more 
subtypes of the Hepatitis B Surface 
Antigen. 

(b) Source. The source of the product 
shall be blood, plasma, serum, or tis-
sue, obtained aseptically from 
nonhuman primates that have met the 
applicable requirements of § 600.11 of 
this chapter, or from human donors 
whose blood is positive for the Hepa-
titis B Surface Antigen. 

§ 660.41 Processing. 
(a) Method. The processing method 

shall be one that has been shown to 
yield consistently a specific and potent 
final product, free of properties which 
would adversely affect the test results 
when the product is tested by the 
methods recommended by the manu-
facturer in the package insert. The 
product and all ancillary reagents and 
materials supplied in the package with 
the product shall be manufactured in a 
manner that will reduce the risk of 
transmitting type B viral hepatitis. 

(b) Ancillary reagents and materials. 
All ancillary reagents and materials 
supplied in the package with the prod-
uct shall meet generally accepted 
standards of purity and quality and 
shall be effectively segregated and oth-
erwise manufactured in a manner that 
will reduce the risk of contaminating 
the product and other biological prod-
ucts. Ancillary reagents and materials 
accompanying the product, which are 
used in the performance of the test as 
described by the manufacturer’s rec-
ommended test procedures, shall have 
been shown not to affect adversely the 
product within the prescribed dating 
period. 

(c) Final container. A final container 
shall be sufficiently transparent to per-
mit visual inspection of the contents 
for presence of particulate matter and 
increased turbidity. The effectiveness 
of the contents of a final container 
shall be maintained throughout its dat-
ing period. 

(d) Date of manufacture. The date of 
manufacture of Hepatitis B Surface 
Antigen that has been iodinated with 

radioactive iodine (125I) shall be the 
day of labeling the antibody with the 
radionuclide. 

[44 FR 36382, June 22, 1979, as amended at 49 
FR 1685, Jan. 13, 1984] 

§ 660.43 Potency test. 

To be satisfactory for release, each 
filling of Hepatitis B Surface Antigen 
shall be tested against the Reference 
Hepatitis B Antiserum Panel and shall 
be sufficiently potent to be able to de-
tect the antibody in the appropriate 
sera of the reference panel by all test 
methods recommended by the manu-
facturer in the package insert. 

§ 660.44 Specificity. 

Each filling of the product shall be 
specific for Hepatitis B Surface Anti-
gen as determined by specificity tests 
found acceptable to the Director, Cen-
ter for Biologics Evaluation and Re-
search. 

[44 FR 36382, June 22, 1979, as amended at 49 
FR 23834, June 8, 1984; 55 FR 11013, Mar. 26, 
1990] 

§ 660.45 Labeling. 

In addition to the requirements of 
§§ 610.60, 610.61, and 809.10 of this chap-
ter, the labeling shall bear the fol-
lowing: 

(a) The ‘‘d and y’’ antigen subtype 
and the source of the product to follow 
immediately the proper name on both 
the final container label and the pack-
age label. If the product is intended to 
identify antibodies to the ‘‘r and w’’ 
antigen subtype, the antigen subtype 
designation shall include the ‘‘r and w’’ 
antigen subtype. 

(b) The name of the test method(s) 
recommended for use of the product on 
the package label and on the final con-
tainer label, when capable of bearing a 
full label (see § 610.60(a) of this chap-
ter). 

(c) A warning on the package label 
and on the final container label stating 
that the product is capable of trans-
mitting hepatitis and should be han-
dled accordingly. 

(d) The package shall include a pack-
age insert providing (1) detailed in-
structions for use, (2) an adequate de-
scription of all recommended test 
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methods, and (3) warnings as to pos-
sible hazards, including hepatitis 
transmitted in handling the product 
and any ancillary reagents and mate-
rials accompanying the product. 

§ 660.46 Samples; protocols; official re-
lease. 

(a) Samples. (1) For the purposes of 
this section, a sample of product not 
iodinated with 125I means a sample 
from each filling of each lot packaged 
as for distribution, including all ancil-
lary reagents and materials; and a 
sample of product iodinated with 125I or 
unlyophilized HBsAg-coated red blood 
cells means a sample from each lot of 
diagnostic test kits in a finished pack-
age, including all ancillary reagents 
and materials. 

(2) Unless the Director, Center for 
Biologics Evaluation and Research, de-
termines that the reliability and con-
sistency of the finished product can be 
assured with a smaller quantity of 
sample or no sample and specifically 
reduces or eliminates the required 
quantity of sample, each manufacturer 
shall submit the following samples to 
the Director, Center for Biologics Eval-
uation and Research (see mailing ad-
dresses in § 600.2 of this chapter), with-
in 5 working days after the manufac-
turer has satisfactorily completed all 
tests on the samples: 

(i) One sample until written notifica-
tion of official release is no longer re-
quired under paragraph (c)(2) of this 
section. 

(ii) One sample of product at periodic 
intervals of 90 days, beginning after 
written notification of official release 
is no longer required under paragraph 
(c)(2) of this section. The sample sub-
mitted at the 90-day interval shall be 
from the first lot or filling, as applica-
ble, released by the manufacturer, 
under the requirements of § 610.1 of this 
chapter, after the end of the previous 
90-day interval. The sample shall be 
identified as ‘‘surveillance sample’’ and 
shall include the date of manufacture. 

(iii) Samples may at any time be re-
quired to be submitted to the Director, 
Center for Biologics Evaluation and 
Research, if the Director finds that 
continued evaluation is necessary to 
ensure the potency, quality, and reli-
ability of the product. 

(b) Protocols. For each sample sub-
mitted as required in paragraph (a)(1) 
of this section, the manufacturer shall 
send a protocol that consists of a sum-
mary of the history of manufacture of 
the product, including all results of 
each test for which test results are re-
quested by the Director, Center for 
Biologics Evaluation and Research. 
The protocols submitted with the sam-
ples at periodic intervals as provided in 
paragraph (a)(2)(ii) of this section shall 
be identified by the manufacturer as 
‘‘surveillance test results.’’ 

(c) Official release. (1) The manufac-
turer shall not distribute the product 
until written notification of official re-
lease is received from the Director, 
Center for Biologics Evaluation and 
Research, except as provided in para-
graph (c)(2) of this section. Official re-
lease is required for at least five con-
secutive lots or fillings, as applicable, 
manufactured after licensure of the 
product. 

(2) After written notification of offi-
cial release is received from the Direc-
tor, Center for Biologics Evaluation 
and Research, for at least five consecu-
tive lots or fillings manufactured after 
licensure of the products, and after the 
manufacturer receives from the Direc-
tor, Center for Biologics Evaluation 
and Research, written notification that 
official release is no longer required, 
subsequent lots or fillings may be re-
leased by the manufacturer under the 
requirements of § 610.1 of this chapter. 

(3) The manufacturer shall not dis-
tribute lots or fillings, as applicable, of 
products that require sample submis-
sion under paragraph (a)(2)(iii) of this 
section until written notification of of-
ficial release or notification that offi-
cial release is no longer required is re-
ceived from the Director, Center for 
Biologics Evaluation and Research. 

[48 FR 20407, May 6, 1983, as amended at 49 
FR 23834, June 8, 1984; 51 FR 15611, Apr. 25, 
1986; 55 FR 11013 and 11014, Mar. 26, 1990; 70 
FR 14985, Mar. 24, 2005] 

Subpart F—Anti-Human Globulin 

§ 660.50 Anti-Human Globulin. 

(a) Proper name and definition. The 
proper name of this product shall be 
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Anti-Human Globulin which shall con-
sist of one or more antiglobulin anti-
bodies identified in § 660.55(d). 

(b) Source. The source of this product 
shall be either serum from animals im-
munized with one or more human 
serum globulins or protein-rich fluids 
derived from stable immunoglobulin- 
secreting cell lines maintained either 
in tissue cultures or in secondary 
hosts. 

[50 FR 5579, Feb. 11, 1985, as amended at 65 
FR 77499, Dec. 12, 2000] 

§ 660.51 Processing. 

(a) Processing method. (1) The proc-
essing method shall be one that has 
been shown to yield consistently a spe-
cific, potent final product, free of prop-
erties that would adversely affect the 
product for its intended use throughout 
its dating period. 

(2) Anti-IgG, –C3d (polyspecific) re-
agents and anti-IgG products may be 
colored green. 

(3) Only that material which has been 
fully processed, thoroughly mixed in a 
single vessel, and filtered shall con-
stitute a lot. Each lot shall be identi-
fied by a lot number. 

(4) A lot may be subdivided into 
sublots which shall be identified by the 
lot number to which has been added a 
distinctive prefix or suffix. If lots are 
to be subdivided, the manufacturer 
shall include this information in the li-
cense application . The manufacturer 
shall describe the test specifications to 
verify that each sublot is identical to 
other sublots of the lot. 

(b) Final containers and dropper assem-
blies. (1) Final containers and dropper 
assemblies shall be clean. 

(2) Final containers and dropper pi-
pettes shall be colorless and suffi-
ciently transparent to permit observa-
tion of the contents for presence of par-
ticulate matter or increased turbidity. 

(c) Date of manufacture. The date of 
manufacture shall be the date the man-
ufacturer begins the last entire group 
of potency tests. 

[50 FR 5579, Feb. 11, 1985, as amended at 50 
FR 16474, Apr. 26, 1985; 65 FR 77499, Dec. 12, 
2000; 67 FR 9587, Mar. 4, 2002] 

§ 660.52 Reference preparations. 
Reference Anti-Human Globulin 

preparations shall be obtained from the 
Center for Biologics Evaluation and 
Research (HFM–407) (see mailing ad-
dresses in § 600.2 of this chapter), and 
shall be used as described in the ac-
companying package insert for deter-
mining the potency of Anti-Human 
Globulin. 

[50 FR 5579, Feb. 11, 1985, as amended at 50 
FR 16474, Apr. 26, 1985; 51 FR 15611, Apr. 25, 
1986; 55 FR 11015, Mar. 26, 1990; 67 FR 9587, 
Mar. 4, 2002; 70 FR 14986, Mar. 24, 2005] 

§ 660.53 Controls for serological proce-
dures. 

Red blood cells sensitized with com-
plement shall be tested with appro-
priate positive and negative control 
antisera. All tests shall be performed 
in accordance with serological testing 
procedures approved by the Director, 
Center for Biologics Evaluation and 
Research. 

[50 FR 5579, Feb. 11, 1985, as amended at 50 
FR 16474, Apr. 26, 1985; 51 FR 15611, Apr. 25, 
1986; 55 FR 11014, Mar. 26, 1990; 67 FR 9587, 
Mar. 4, 2002; 70 FR 14986, Mar. 24, 2005] 

§ 660.54 Potency tests, specificity tests, 
tests for heterospecific antibodies, 
and additional tests for nonspecific 
properties. 

The following tests shall be per-
formed using test procedures approved 
by the Director, Center for Biologics 
Evaluation and Research: 

(a) Potency tests for determining 
anti-IgG and anti-complement activ-
ity. 

(b) Specificity tests, tests for 
heterospecific antibodies, and addi-
tional tests for nonspecific properties. 

[50 FR 5579, Feb. 11, 1985, as amended at 50 
FR 16474, Apr. 26, 1985; 51 FR 15611, Apr. 25, 
1986; 55 FR 11014, Mar. 26, 1990; 67 FR 9587, 
Mar. 4, 2002; 70 FR 14986, Mar. 24, 2005] 

§ 660.55 Labeling. 
In addition to the applicable labeling 

requirements of §§ 610.62 through 610.65 
and § 809.10 of this chapter, and in lieu 
of the requirements in §§ 610.60 and 
610.61 of this chapter, the following re-
quirements shall be met: 

(a) Final container label—(1) Color cod-
ing. The main panel of the final con-
tainer label of all Anti-IgG, –C3d 
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(polyspecific) reagents shall be white 
or colorless and printing shall be solid 
dark contrasting lettering. The main 
panel of the final container label of all 
other Anti-Human Globulin reagents 
shall be black with solid white let-
tering. A logo or company name may 
be placed on the final container label, 
however, the logo or company name 
shall be located along the bottom or 
end of the label, outside of the main 
panel. 

(2) Required information. The proper 
name ‘‘Anti-Human Globulin’’ need not 
appear on the final container label pro-
vided the final container is distributed 
in a package and the package label 
bears the proper name. The final con-
tainer label shall bear the following in-
formation: 

(i) Name of the antibody or anti-
bodies present as set forth in paragraph 
(d) of this section. Anti-Human Glob-
ulin may contain one or more anti-
bodies to either immunoglobulins or 
complement components but the name 
of each significant antibody must ap-
pear on the final container label (e.g., 
anti-C3b, -C3d, -C4d). The final con-
tainer labels of polyspecific Anti- 
Human Globulin are not required to 
identify antibody specificities other 
than anti-IgG and anti-C3d but the re-
activity of the Anti-Human Globulin 
shall be accurately described in the 
package insert. 

(ii) Name, address, and license num-
ber of the manufacturer. 

(iii) Lot number, including any 
sublot designations. 

(iv) Expiration date. 
(v) Source of the product. 
(vi) Recommended storage tempera-

ture in degrees Celsius. 
(vii) Volume of product. 
(viii) Appropriate cautionary state-

ment if the Anti-Human Globulin is 
not polyspecific. For example, ‘‘DOES 
NOT CONTAIN ANTIBODIES TO 
IMMUNOGLOBULINS’’ or ‘‘DOES NOT 
CONTAIN ANTIBODIES TO COM-
PLEMENT COMPONENTS.’’ 

(ix) If the final container is not en-
closed in a package, all items required 
for a package label shall appear on the 
container label. 

(3) Lettering size. The type size for the 
designation of the specific antibody on 
the label of a final container shall be 

not less than 12 point, unless otherwise 
approved by the Director, Center for 
Biologics Evaluation and Research. 
The prefix anti- and other parts of the 
name such as polyspecific may appear 
in smaller type. 

(4) Visual inspection. When the label 
has been affixed to the final container, 
a sufficient area of the container shall 
remain uncovered for its full length or 
for no less than 5 millimeters of the 
lower circumference to permit inspec-
tion of the contents. 

(b) Package label. The following items 
shall appear either on the package 
label or on the final container label if 
see-through packaging is used: 

(1) Proper name of the product, and 
the name of the antibody or antibodies 
as listed in paragraph (d) of this sec-
tion. 

(2) Name, address (including zip 
code), and license number of the manu-
facturer. 

(3) Lot number, including any sublot 
designations. 

(4) Expiration date. 
(5) Preservative(s) used and its con-

centration. 
(6) Number of containers, if more 

than one. 
(7) Recommended storage tempera-

ture in degrees Celsius. 
(8) Source of the product. 
(9) Reference to enclosed package in-

sert. 
(10) The statement: ‘‘For In Vitro Di-

agnostic Use.’’ 
(11) The statement: ‘‘Meets FDA Po-

tency Requirements.’’ 
(12) A statement of an observable in-

dication of an alteration of the prod-
uct, e.g., turbidity, color change, pre-
cipitate, that may indicate possible de-
terioration of the product. 

(13) Appropriate cautions. 
(c) Package insert. Each final con-

tainer of Anti-Human Globulin shall be 
accompanied by a package insert meet-
ing the requirements of § 809.10 of this 
chapter. If two or more final containers 
requiring identical package inserts are 
placed in a single package, only one 
package insert per package is required. 

(d) Names of antibodies. 
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Antibody designation 
on container label Definition 

(1) Anti-IgG, -C3d; 
Polyspecific.

Contains anti-IgG and anti-C3d (may 
contain other anticomplement and 
anti-immunoglobulin antibodies). 

(2) Anti-IgG ................ Contains anti-IgG with no anti-com-
plement activity (not necessarily 
gamma chain specific). 

(3) Anti-IgG; heavy 
chains.

Contains only antibodies reactive 
against human gamma chains. 

(4) Anti-C3b ............... Contains only C3b antibodies with no 
anti-immunoglobulin activity. Note: 
The antibody produced in re-
sponse to immunization is usually 
directed against the antigenic de-
terminant which is located in the 
C3c subunit; some persons have 
called this antibody ‘‘anti-C3c.’’ In 
product labeling, this antibody 
should be designated anti-C3b. 

(5) Anti-C3d ............... Contains only C3d antibodies with no 
anti-immunoglobulin activity. 

(6) Anti-C4b ............... Contains only C4b antibodies with no 
anti-immunoglobulin activity. 

(7) Anti-C4d ............... Contains only C4d antibodies with no 
anti-immunoglobulin activity. 

Anti-Human Globulin preparations 
may contain one or more of the anti-
body specificities listed in this para-
graph as described in paragraph 
(a)(2)(i) of this section. 

[50 FR 5579, Feb. 11, 1985; 50 FR 9800, Mar. 12, 
1985, as amended at 50 FR 16474, Apr. 26, 1985; 
55 FR 11014, Mar. 26, 1990; 67 FR 9587, Mar. 4, 
2002; 70 FR 14986, Mar. 24, 2005] 

PART 680—ADDITIONAL STAND-
ARDS FOR MISCELLANEOUS 
PRODUCTS 

Sec. 
680.1 Allergenic Products. 
680.2 Manufacture of Allergenic Products. 
680.3 Tests. 

AUTHORITY: 21 U.S.C. 321, 351, 352, 353, 355, 
360, 371; 42 U.S.C. 216, 262, 263, 263a, 264. 

SOURCE: 38 FR 32100, Nov. 20, 1973, unless 
otherwise noted. 

CROSS REFERENCES: For U.S. Customs 
Service regulations relating to viruses, se-
rums, and toxins, see 19 CFR 12.21–12.23. For 
U.S. Postal Service regulations relating to 
the admissibility to the United States mails 
see parts 124 and 125 of the Domestic Mail 
Manual, that is incorporated by reference in 
39 CFR part 111. 

§ 680.1 Allergenic Products. 
(a) Definition. Allergenic Products are 

products that are administered to man 
for the diagnosis, prevention or treat-
ment of allergies. 

(b) Source materials—(1) Criteria for 
source material. Only specifically identi-
fied allergenic source materials that 
contain no more than a total of 1.0 per-
cent of detectable foreign materials 
shall be used in the manufacture of Al-
lergenic Products, except that this re-
quirement shall not apply to molds and 
animals described under paragraphs (b) 
(2) and (3) of this section, respectively. 
Source materials such as pelts, feath-
ers, hairs, and danders shall be col-
lected in a manner that will minimize 
contamination of the source material. 

(2) Molds. (i) Molds (excluding rusts 
and smuts) used as source material in 
the manufacture of Allergenic Prod-
ucts shall meet the requirements of 
§ 610.18 of this chapter and § 680.2 (a) and 
(b). 

(ii) Mold cultures shall be free of con-
taminating materials (including micro-
organisms) prior to harvest, and care 
shall be taken to minimize contamina-
tion during harvest and subsequent 
processing. 

(iii) Mold manufacturers shall main-
tain written standard operating proce-
dures, developed by a qualified indi-
vidual, that will ensure the identity of 
the seed culture, prescribe adequate 
processing of the mold, and specify the 
acceptable limits and kinds of con-
tamination. These limits shall be based 
on results of appropriate tests per-
formed by the manufacturer on at least 
three consecutive lots of a mold that is 
a representative species of mold sub-
ject to the standard operating proce-
dures. The tests shall be performed at 
each manufacturing step during and 
subsequent to harvest, as specified in 
the standard operating procedures. Be-
fore use of the mold as a source mate-
rial for Allergenic Products, in accord-
ance with 21 CFR 601.2, the standard 
operating procedures and test data 
from the three representative lots de-
scribed above shall be submitted to and 
approved by the Director, Center for 
Biologics Evaluation and Research (see 
mailing addresses in § 600.2). 

(3) Mammals and birds—(i) Care of ani-
mals. Animals intended as a source ma-
terial for Allergenic Products shall be 
maintained by competent personnel in 
facilities or designated areas that will 
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